[Flexor tendon rupture after palmar osteosynthesis using a multidirectional fixed-angle plate].
Six months after the internal fixation of a distal intra-articular fracture of the radius with a fixed-angle plate (APTUS by Medartis), a 79 year old woman sustained chronic tears in flexor digitorum profundus tendons II, III and the flexor pollicis longus tendon.